Simultaneous Audio Recording and Magnetic Resonance Imaging of the Temporomandibular Joint *

Grabación de audio e imágenes de resonancia magnética simultáneas de la articulación temporomandibular

Gravação simultânea de áudio e ressonância magnética da articulação temporomandibular

Yoav Nudell a
Good Samaritan University Hospital. New York, USA.
ynudell@gmail.com
https://orcid.org/0000-0002-9140-7599

Juliana Gomez a
Ascension Macomb-Oakland Hospital. New York, USA.
Juliana.gomez.dds@gmail.com
https://orcid.org/0000-0001-6805-955X

Elizabeth F. Vaynblat a
Brookdale University Hospital and Medical Center. New York, USA.
efv211@nyu.edu
https://orcid.org/0000-0003-1001-0336

Mari Hagiwara a
New York University Langone Health. New York, USA.
Mari.Hagiwara@nyulangone.org
https://orcid.org/0000-0002-3715-5159

Robert S. Glickman a
New York University College of Dentistry. New York, USA.
rs1@nyu.edu
https://orcid.org/0000-0003-0168-4582

Authors’ Note: a Correspondence: ynudell@gmail.com; Juliana.gomez.dds@gmail.com; efv211@nyu.edu; Mari.Hagiwara@nyulangone.org

ABSTRACT

Background: Temporomandibular joint disorder is a complex disease requiring multimodal treatment and often a delayed diagnosis. Purpose: The primary objective of this study is to evaluate the feasibility of simultaneously recording joint sounds while obtaining 3-tesla cine-magnetic resonance imaging (3T cine-MRI) of the temporomandibular joint (TMJ). A secondary objective pertains to optimization of a dynamic TMJ imaging protocol to maximize image quality and speed while maintaining synchronicity. Methods: Investigators enrolled four subjects (August 2018 to August 2019) eliciting audible joint sounds during continuous open-close jaw movements during clinical evaluation at the New York University College of Dentistry. A contact fiber-optic microphone (OptiRhythm 4130, Optoacoustics, Yehuda Israel) was utilized to record joint sounds elicited with functional movements during MR dynamic imaging at NYU Langone Health and all data was recorded appropriately. Results: Results of this feasibility study demonstrate the successful integration of audio and 3-Tesla MR imaging for the TMJ in all subjects. This protocol was shown to be well-tolerated by the subjects. A precise correlation of
the movement of TMJ structures within cine-MRI images and with audible observations was achieved and assessed by an experienced oral and maxillofacial surgeon and an experienced radiologist. **Conclusion:** This protocol for simultaneous audio/cine-MRI is a viable tool for studying TMJ health and disease. In future studies, we anticipate this protocol will ultimately refine our understanding of TMJ sounds and their relation to anatomy, physiology, and pathology. In addition, we hope to establish a diagnostic aid to guide surgical and non-surgical decision-making more precisely.

**Keywords:** audio recording; dentistry; diagnostics; magnetic resonance imaging; oral surgery; temporomandibular disorders; temporomandibular joint; temporomandibular joint disorders

**RESUMEN**

**Antecedentes:** el trastorno de la articulación temporomandibular es una enfermedad compleja que requiere tratamiento multimodal y, a menudo, un diagnóstico tardío. **Objetivo:** el objetivo principal de este estudio es evaluar la viabilidad de grabar simultáneamente sonidos articulares mientras se obtienen imágenes de resonancia magnética cinematográfica de 3 teslas (cine-MRI 3T) de la articulación temporomandibular (ATM). Un objetivo secundario se refiere a la optimización de un protocolo dinámico de imágenes de la ATM para maximizar la calidad y la velocidad de la imagen manteniendo la sincronicidad. **Métodos:** Los investigadores inscribieron a cuatro sujetos (de agosto de 2018 a agosto de 2019) que provocaron sonidos articulares audibles durante los movimientos continuos de apertura y cierre de la mandíbula durante la evaluación clínica en la Facultad de Odontología de la Universidad de Nueva York. Se utilizó un micrófono de fibra óptica de contacto (OptiRhythm 4130, Optoacoustics, Yehuda Israel) para registrar los sonidos articulares provocados con movimientos funcionales durante la resonancia magnética dinámica en NYU Langone Health y todos los datos se registraron de manera adecuada. **Resultados:** Los resultados de este estudio de viabilidad demuestran la integración exitosa del audio y las imágenes de resonancia magnética de 3 Tesla para la ATM en todos los sujetos. Se demostró que este protocolo era bien tolerado por los sujetos. Un cirujano oral y maxilofacial experimentado y un radiólogo experimentado lograron y evaluaron una correlación precisa del movimiento de las estructuras de la ATM dentro de las imágenes de cine-MRI y con observaciones audibles. **Conclusión:** Este protocolo para audio/cine-MRI simultáneo es una herramienta viable para estudiar la salud y la enfermedad de la ATM. En estudios futuros, anticipamos que este protocolo finalmente perfeccionará nuestra comprensión de los sonidos de la ATM y su relación con la anatomía, fisiología y patología. Además, esperamos establecer una ayuda diagnóstica para guiar con mayor precisión la toma de decisiones quirúrgicas y no quirúrgicas.

**Palabras clave:** articulación temporomandibular; cirugía oral; diagnóstico; grabación de audio; imagen de resonancia magnética; odontología; trastornos de la articulación temporomandibular; trastornos temporomandibulares

**RESUMO**

**Antecedentes:** A disfunção da articulação temporomandibular é uma doença complexa que requer tratamento multimodal e muitas vezes um diagnóstico tardio. **Objetivo:** O objetivo principal deste estudo é avaliar a viabilidade de gravação simultânea de sons articulares durante a obtenção de ressonância magnética de 3 tesla (cine-MRI 3T) da articulação temporomandibular (ATM). Um objetivo secundário refere-se à otimização de um protocolo de imagem dinâmica da ATM para maximizar a qualidade e velocidade da imagem, mantendo a sincronicidade. **Métodos:** Os investigadores inscreveram quatro indivíduos (agosto de 2018 a agosto de 2019) que eliciaram sons articulares audíveis durante movimentos contínuos de abertura e fechamento da mandíbula durante avaliação clínica na Faculdade de Odontologia da Universidade de Nova York. Um microfone de fibra óptica de contato (OptiRhythm 4130, Optoacoustics, Yehuda Israel) foi utilizado para registrar sons articulares provocados com movimentos funcionais durante imagens dinâmicas de RM na NYU Langone Health e todos os dados foram registrados adequadamente. **Resultados:** Os resultados deste estudo de viabilidade demonstram a integração bem-sucedida de imagens de áudio e RM de 3 Tesla para a ATM em todos os indivíduos. Este protocolo mostrou-se bem tolerado pelos sujeitos. Uma correlação precisa do movimento das estruturas da ATM nas imagens de cine-RM e com observações audíveis foi alcançada e avaliada por um cirurgião oral e maxilofacial experiente e um radiologista experiente. **Conclusão:** Este protocolo para áudio/cine-RM simultâneo é uma ferramenta viável para estudar a saúde e a doença da ATM. Em estudos futuros, prevemos que este protocolo acabará por refinar nossa compreensão dos sons da ATM e sua relação com a anatomia, fisiologia e patologia. Além disso, esperamos estabelecer um auxílio diagnóstico para orientar com mais precisão à tomada de decisões cirúrgicas e não cirúrgicas.

**Palavras-chave:** articulação temporomandibular; cirurgia oral; diagnóstico; distúrbios da articulação temporomandibular; distúrbios temporomandibulares; gravação de áudio; imagem de ressonância magnética; odontologia
INTRODUCTION

Temporomandibular joint disorders (TMD) regularly involve complex interactions between many anatomic and physiologic factors. A diverse array of disease etiologies and reparative processes contribute to the clinical manifestations of TMD. Affected components of the temporomandibular joint (TMJ) apparatus underlying joint dysfunction and the consequent clinical manifestations include but are not limited to the muscles of mastication and TMJ-associated hard and soft tissues. TMJ disorders are characterized as either intra- or extra-articular, involving complex interactions between many anatomic structures including the joint proper, muscles of mastication and other accompanying hard and soft tissues. They are debilitating when severe, presenting with sounds, tenderness, stiffness, locking and decreased range of motion, among others. Intra-articular TMD is not exclusively a clinical diagnosis, necessitating clinical examination alongside diagnostic imaging that even then may result inconclusively (1-8). This leads to investigation into the following question---how can evaluation and diagnosis of a pathologic joint be optimized to ultimately address a debilitating disease process that affects a multitude of individuals?

Interestingly, the TMJ elicits sounds in both healthy and disease states. Internal derangements of TMJ may present in a variety of ways often with specific and reproducible joint sound. These TMJ sounds have been described and quantified with an array of methodologies. Both imaging and sound data have been used to evaluate symptomatic joints and aid in diagnosis of temporomandibular joint disorder (1-4). Combining these variables introduces the potential for a multi-modal clinical tool. We propose that a mechanistic understanding of TMJ sound generation and recording alongside imaging can lead to a better understanding of disease states, and consequently, more informed TMD diagnoses and individualized treatments (3,4).

Magnetic resonance imaging (MRI) is the imaging modality of choice for detecting internal derangements (ID), including disc position and osseous changes in the TMJ, thus facilitating characterization of intra-articular dysfunction and ultimately, pre-surgical planning (9,10). MRI provides optimal visualization of masticatory muscles, ligaments, cartilaginous disc of the TMJ, while computed tomography (CT) imaging can better assess hard tissue pathology (5,7). A typical diagnostic TMJ series consists of open and closed mouth stills demonstrating joint and disc position at different points during function. Some will obtain dynamic imaging of the joint which, while more time consuming and technique-sensitive, is most effective in demonstrating the physiologic movement of the joint as well as the changing position of the condyle and the articular disc in real time (10-13).

Simultaneous recording of joint sounds and cine-MRI (AC-MRI) of the TMJ has never been achieved, despite TMJ sound having been assessed by an array of methodologies, including clinical symptoms, recorded wave forms and intra-operative presentation. Audible TMJ sounds exist in a number of individuals (31-42 %); and such joint sounds may be an indication of abnormalities within the joint capsule and may present coincident with pain and pathologic conditions or indicate a functional adaptation independent of pain and discomfort (14,15). Differing vibrations generated by the physical state of a joint translate to audible sounds that may be measured in decibels. Diagnostic capability of TMJ sounds has been subject to controversy due to clinical and diagnostic applicability. Furthermore, there is no current consensus revealing the anatomic or functional source of sound production in the TMJ (14-17). The evidence that exists regarding TMJ function and pathologic variation was gathered historically from ex vivo, hemi-dissected, or surgically altered specimens (3,6-8,10). Over 700 joints were assessed to create the Wilkes classification, which includes joint sounds---clicking, popping, crepitus---as features exhibited through a spectrum of healthy to severely diseased joints (8).

Audio recording of the TMJ while obtaining cine-MRI imaging may provide a multi-modal tool to correlate these sounds with the anatomy, physiology, and pathology of the TMJ. The current understanding is that the physical manifestation of TMJ sounds has been attributed to sliding of articular surfaces, stick-slip friction, impact of osseous structures against each other, and synovial cavitation...
While these sounds have not been correlated to MRI imaging in the TMJ, dissolved gases in fluid motion resulting from synovial cavitation have been visualized on MRI in other joints. Thus, our aim is to combine two diagnostic modalities, audio and cine-MRI, to establish a reproducible protocol for thorough analysis of the TMJ. Additionally, we hope to optimize the dynamic TMJ imaging protocol to maximize image quality and speed (17-20).

MATERIALS AND METHODS

After obtaining approval from the New York University School of Medicine Institutional Review Board (IRB #16-00043), four volunteers with audible temporomandibular joint sounds during open-close jaw movements, were enrolled in this pilot study of a clinical trial. All subjects were screened and informed of the aims of this work to analyze the feasibility of the study methods. Inclusion criteria for the subjects were: individuals identified by an investigator to have a reproducible joint sound during clinical exam, aged 21 or older, capable of providing informed consent, and able to attend all scheduled study visits. Subjects who had a history of claustrophobia, who were pregnant or had significant comorbid medical conditions complicating interpretation of data were excluded. Potential subjects with clinical signs of mechanical joint abnormalities including abnormal range of motion, locking, or muscle weakness were excluded.

The study design included two encounters: During the first visit consent was obtained, a TMJ exam was performed, and inclusion/exclusion criteria were assessed. The clinical exam was performed at New York University dentistry clinics. During the second visit, dynamic MRI and sound recordings were obtained. The basic AC-MRI recording setup can be found in Figure 1. A fiber-optic microphone (FOM) (OptiRhythm, Optoacoustics, Yehuda Israel), Figure 1b,1c, was used to record joint sounds during high-speed cine 3.0-T MRI scan at NYU Langone Health, Figure 1a. The FOM is a contact microphone, weighs 18.0 g, sensitivity at 1 mg of 10 mV, equivalent self-noise ≤ 2 µg and has a frequency response of +/-3 dB over the range of 10 to 200 Hz. Real-time dynamic MRI functions by acquiring rapid gradient echo sequences with a significant reduction of the repetition time responsible for a residual transverse magnetization before the next radiofrequency pulse. These sequences have high temporal resolution, which therefore allows acquisition of an image—-in this case the entire joint; in a few hundred milliseconds and fast repetition of image slices. The entire sequence of images acquires the joint in 3-5 seconds before then repeating the process to acquire more sets of imaging. There is no repetition required, however, allowing this process to run far more quickly than a standard or static MRI once the image acquisition begins (11,13).

The FOM was placed in the area of interest (Figure 1c) and was secured with self-adherent wrap and surgical tape. The patient was positioned for MRI image acquisition in the scanner. As the dynamic MRI scan was initiated, all subjects were instructed to open to maximum incisal opening over the span of approximately 3 to 5 seconds and then to close fully to baseline occlusion over the span of 3 to 5 seconds. The MRI acquisition was then stopped, and the patient was instructed to remain supine in the scanner until images were evaluated for quality and positioning by the neuroradiologist present. Patients tolerated the protocol well.

An experienced neuroradiologist designed, optimized and implemented multiple MRI scanning protocols, and reviewed all MRI imaging once obtained to establish a radiologic diagnosis for all patients. A variety of techniques were incorporated to optimize the temporal and image resolution. Achieving a frame rate of approximately 5 - 10 frames per second. Using the Horos medical image viewer v3.3.6, DICOM images from each cine-MRI scan were converted into still images and exported in a movie format. Audacity 2.1.2 was used for audio acquisition. Once the audio data was saved in Audacity, Adobe Audition 13.0.10.32 program was used for audio processing, ambient noise filtration and signal amplification.
Adobe Premiere 2020 was then used for movie and sound integration and movie real-time duration modifications. The duration of the cine-MRI movies was calculated using the real-time timestamps of the first and last DICOM images from each acquisition session. The frame rate was derived from the real-time timestamp of the acquired images. The imaging duration was identified within the audio data and was used to isolate sound samples for subsequent analysis. Using the MRI sound indicative of the MRI acquisition, the audio was selected and aligned to the corresponding initial image. This internal reference sound of image acquisition was used to ensure that imaging correlated exactly to the TMJ sounds.

FIGURE 1
AC-MRI schematic description
A. Simmon T-3 MRI scanner, B. Fiber-optic microphone, OptiRhythm (Optoacoustics, Yehuda Israel)
C. Microphone was placed in the area of interest in proximity to TMJ. D. Electro-optical receiver transmitting audio data. E. Audio data and Sound data were recorded on independent computers and later integrated together. Figure created by authors.
FIGURE 2
Ambient sound reduction and joint sound detection
A. Pre-processed sound. B. Post-processed sound, C. Asterisk (*) indicates a joint sound. Solid white line indicates the region of interest. The X axis is time in seconds and Y axis is the percent (%) of total amplitude.

RESULTS

The imaging and sound acquisition technique (AC-MRI) demonstrated successful integration of audio and MRI for the TMJ. This synchronous TMJ audio/MRI recording protocol was shown to be well-tolerated by our subjects. Joint sound was clearly detectable using the OptiRhythm (Optoacoustics, Yehuda Israel) with and without ambient MRI noise during cine-MRI imaging. The FOM was able to detect the sounds from the TMJ that were resolvable despite significant ambient MRI noise.

At the start of the study, in order to assess if joint sounds were resolvable with the FOM the joint sound was first recorded without MRI ambient sound interference. This audio data was comparable to sounds recorded during MRI acquisition after ambient noise was reduced. A representative example of original audio and post-processed audio waveforms appear in Fig. 2. Fig 2. A. demonstrates the pre-processed original sound of a joint recording. Fig. 2. B. Post-processed sound, C. Asterisk (*) indicates a joint sound. Solid white line indicates the region of interest. The X axis is time in seconds and Y axis is the percent (%) of total amplitude.
In all subjects assessed, there were resolvable joint sounds after ambient noise reduction. Multiple recordings of the simultaneous cine-MRI and audio recording were acquired. Representative examples of the recordings can be seen in Figures 3, 4 and 5. In Figure 3-5, the patient underwent both static and dynamic MRI of the TMJ. Figure 5 shows the static images of the joint apparatus showing anterior disc displacement with reduction. The sound wave portion demonstrates imaging of the TMJ apparatus showing anterior disc displacement with reduction as well.

The position and shape of the articular disc-condyle multifaceted was resolvable across sequences of MRI images within the cine-MRI. This was important during analysis because it allowed study members to correlate sound with position of disc during joint movement, and then to compare the dynamic MR images to the more classic still films.

**FIGURE 3**

Subject 2 AC-MRI. This is a representative joint sound with synchronized imaging from a 22 year old female. Joint sound signal occurs at moment condyle is moving posteriorly during jaw closure.
FIGURE 4
Subject 3 AC-MRI. This is a representative joint sound with synchronized imaging from a 24 year old female. A joint sound was detected with joint function.

FIGURE 5
Subject 4 AC-MRI. This is a representative joint sound with synchronized imaging from a 24-year-old female. A joint sound was detected while she was performing a closing movement.
TABLE 1
Summary of study subject results

<table>
<thead>
<tr>
<th>Subject</th>
<th>Age/Gender</th>
<th>MRI Diagnosis</th>
<th>Sound</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>18F</td>
<td>Normal anatomy and function</td>
<td>+</td>
</tr>
<tr>
<td>2</td>
<td>22F</td>
<td>Smaller than normal mandibular condyle, flattening of anterior band, and mild degeneration of the posterior band. This joint has recapture but likely anterior subluxation with normal translation.</td>
<td>+</td>
</tr>
<tr>
<td>3</td>
<td>24F</td>
<td>Anterior breaking of the condyle and a significantly flattened meniscus. Notable anterior dislocation with partial recapture but normal translation.</td>
<td>+</td>
</tr>
<tr>
<td>4</td>
<td>23F</td>
<td>Normal anatomy and function</td>
<td>+</td>
</tr>
</tbody>
</table>

FIGURE 6
Microphone positioning. The subject’s hair was protected with headwrap. The microphone was placed over the TMJ and secured with surgical take. The microphone was further reinforced with surgical tape to minimize movement during the recording session. Figure created by authors.

DISCUSSION

This study shows the first successfully acquired simultaneous MRI and TMJ recorded auscultation in four subjects. Joint sounds were detectable within the audio recordings using the fiber optic microphone. The MR images depict relevant anatomic structures as they are functioning, namely, the
disc, condyle, and pterygoid muscles, and are of diagnostic quality. Previous studies have successfully demonstrated recording of high-quality speech during magnetic resonance imaging of the oropharynx and tongue. Thus, protocols have been established for simultaneous cine MRI with audio recordings and analysis of other anatomic systems has been achieved. Similarly, a fiber-optic microphone was used in these studies, however the sound recorded during vocalization is often of a greater intensity than that of the TMJ and the protocol was not compatible with sound recording in this study (21-24). Other groups recorded sound elicited by wind instruments as well as speech affected by velopharyngeal insufficiency, which, again, is of a higher intensity than TMJ sounds (25-27).

The TMJ pop or click sound intensity have been reported at levels that approximate 10-35 dB and the sounds of an MRI scanner can reach sound intensity levels of 125.7 to 130.7 dB (28,29). The acoustic noise of the MRI system originates from ancillary equipment that allows the machine to function at high heat and volume for extended periods of time while an image is acquired.(30) Thus capturing our joint sound signal within the MRI background noise presented considerable challenges. The sound of the MRI signifying initiation of the recording, however, presented an advantage, serving as an internal reference for imaging acquisition, which aided in image and sound synchronization. Therefore, audible recordings of low intensity sound with concurrent MRI recording required use of techniques originally developed for cardiac analysis that were ultimately adapted for the head and neck in this study (21-24).

Previous studies were successful in isolating heart sounds of 13.4-35.0 dB from MRI noise through use of the OPTIRHYTHM microphone (Optoacoustics, Yehuda Israel) (31,32). This system was designed to record heart sounds during a high speed 3-0 cine MRI scan; thus, it was anticipated that this approach might be optimal for study purposes. The microphone provided safe focused digital acquisition of the TMJ sound and ultimately proved to be effective. This noninvasive technique was well-tolerated by subjects and allowed for precise correlation of the functional origin of audible observations. There are limitations to this feasibility study. Additional independent internal reference sounds could further validate the synchronization. Our audio data was interpreted qualitatively (presence or absence of joint sound) and ultimately a quantitative measurement may be achieved in future works (26, 27).

CONCLUSION

This study provides a multi-modal clinical assay that leverages audio and MRI data. Successfully integrating joint sounds to dynamic MR imaging may ultimately lead to a better functional understanding of joint sounds in pathological and non-pathological internal derangements.

RECOMMENDATIONS

Demonstrating that TMJ function can be evaluated using both imaging and audio data has allowed for the above functional correlation. Future analysis may include more detailed measurements such as frequency, intensity or signal to noise ratio, duration and sound categorization. With function of these patients being of the utmost importance, the value of this investigation lies in its ability to diagnose and determine TMJ deviations in real time and may ultimately be used in clinical practice.

References


* Original research.

**How to cite this article:** Nudell Y, Gomez J, Vaynblat EF, Hagiwara M, Glickman R. Simultaneous Audio Recording and Magnetic Resonance Imaging of the Temporomandibular Joint. Univ Odontol. 2023; 42. https://doi.org/10.11144/Javeriana.uo42.sarm